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HPLC Fitting Removal Tool
Part #25325

Call Technical Service at 800-356-1688 or 814-353-1300, ext. 4
(or your local Restek representative) if you have any questions

about this product or any other Restek product.

Turning Visions Into Reality

Instructions for Use:

• Drill an opening approximately 1/4" deep in the center of the PEEK
fitting by turning the narrow drill bit in a clockwise direction. To prevent
damage to the head of the column, do not drill deeper than 1/4".

• Once the opening in the fitting has been created, remove the drill bit.

• Insert the extraction tool into the opening.  The extraction tool has a
tapered bit and reverse threading.

• Turn the extraction tool in a counterclockwise direction.  The normal
direction used when removing a PEEK fitting.  The tool should grab the
PEEK fitting and begin to unscrew the fitting from the column.
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