Split Vent Trap Kit  
(cat.# 20698, 20699)

Installation Procedure

1. Connect the 9-inch piece of copper tubing to the GC split vent outlet.

2. Connect the split vent trap, in either direction, to the 9-inch piece of copper tubing.

3. Connect the 3-inch piece of copper tubing to the other end of the split vent trap.

4. Position the split vent trap vertically. The trap can be mounted on the side of the GC with the enclosed Velcro® strip.

5. Adjust the column split vent flow rates. (The split vent trap slightly increases the backpressure on the split vent outlet causing the flow rate through the column and split vent to decrease approximately 5mL/min.)

Call Technical Service at 800-356-1688 or 814-353-1300, ext. 4 (or your local Restek representative) if you have any questions about this product or any other Restek product.